[Study on the method of testing the wall filter performance].
In order to test the performance of wall filters, we propose a method for simulation of Hybrid Doppler testing signal, which adopts a rectangular power spectrum. In the method, the parameters of clutter, blood flow and system noise can be adjusted with flexibility. The problem about choosing model parameters is discussed as an emphasis. Several reasonable and typical parameter combination patterns are presented. Furthermore, an example is given to explain the process of choosing the parameters and testing the wall filter performance.